Rectourethral fistula after repeat transrectal prostate biopsy.
Transrectal prostate biopsy is considered a relatively safe procedure, with a quite small number of complications. We report a patient with a rectourethral fistula after a repeat transrectal prostate biopsy. To our knowledge, this is the first incident in the published literature.